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Battery Changing Instructions for V12 Ventilator

Step 1

The battery holder (A) 
is attached to the V12 
Ventilator with velcro. 
Gently remove to 
access batteries.

(bottom of ventilator)

(battery holder)

Step 2

Remove old batteries 
and recycle where 
possible. Insert new 
batteries in correct 
position and replace 
holder in ventilator.

Assembly Instructions for V12 Ventilator

Step 1

Insert V12 Ventilator 
into pocket on the back 
of hood. Snap ventilator 
in place with buttons.

From the inside of 
hood, locate strap (A) 
and fasten to velcro 
on bottom of V12 
Ventilator. Adjust to 
preference.

(interior of hood)
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